Non-polarographic blood gas analysis. III. In vitro evaluation of mass spectrometer catheters.
Four commercially available medical mass spectrometer catheters capable of providing in vivo blood gas data are evaluated. Accuracy and flow dependency data are presented on each and relative strengths and weaknesses for particular uses are discussed.